Triggering receptor expressed on myeloid cells (TREM)-1 is expressed on monocytes/macrophages and neutrophils. As an Ig superfamily cell surface molecule activation is transmitted through the transmembrane adapter protein DNA activating protein 12 (DAP12). Activation results in release of pro-inflammatory chemokines and cytokines, increased surface expression of cell activation markers and degranulation. TREM-1 up-regulation has been initially detected *in vitro* after activation with bacterial or fungal stimuli[@b1]. Immunhistochemistry confirmed *in vivo* high expression levels of TREM-1 in inflammatory lesions caused by bacteria and fungi, e.g. in folliculitis and impetigo, but not in non-infectious inflammatory processes, such as vasculitis and psoriasis[@b2]. Beyond this also Marburg and Ebola virus activate TREM-1 on human neutrophils[@b3]. Later up-regulation of TREM-1 on neutrophils has also been detected in non-infectious conditions like critical limb ischaemia (CLI)[@b4], rheumatoid arthritis[@b5] and inflammatory bowel disease[@b6][@b7] indicating a role for TREM-1 also in non-infectious inflammatory responses. As natural TREM-1 ligands Haselmayer *et al.* describe a ligand for TREM-1 on human platelets demonstrated by specific binding of recombinant soluble TREM-1 on human platelets[@b8]. Additionally, neutrophil peptidoglycan (PGN) recognition protein 1 (PGLYRP1) has recently been identified as another ligand for TREM-1. Complexes between PGLYRP1 and bacterially derived PGN, as well as multimerization of PGLYRP1 constitute potent ligands capable of binding TREM-1 and induce known TREM-1 mediated functions[@b9].

Apart from the membrane-bound form, a soluble TREM-1 variant (sTREM-1) has been detected in body fluids. Several clinical studies reveal the presence of elevated sTREM-1 in ischemic[@b4][@b10] as well as in infectious conditions. The level of sTREM-1 is significantly elevated in bronchoalveolar-lavage fluid from patients with pneumonia compared to patients without pneumonia[@b11]. Interestingly, high plasma sTREM-1 levels have been detected in sepsis and appear to be most helpful in differentiating patients with sepsis from those with systemic inflammatory response syndrome (SIRS), compared with other inflammatory markers like C-reactive protein and procalcitonin[@b12]. Increased serum levels of sTREM-1 can also be found in patients with clinical stable chronic obstructive pulmonary disease (COPD) and indicate a correlation between serum levels and disease severity[@b13].

At present, there are two possible explanations for the origin of sTREM-1: Firstly translation of an alternative TREM-1 mRNA splice variant[@b14] and secondly proteolytic cleavage (shedding) of mature, cell surface-anchored TREM-1[@b15]. In culture supernatants of lipopolysaccharides (LPS) stimulated neutrophils, TREM-1 surface expression is unchanged while sTREM-1 concentration is significantly increased. Moreover, the release of sTREM-1 is completely abrogated in the presence of cycloheximide, strongly suggesting that sTREM-1 is produced by *de novo* synthesis. However it is also possible that sTREM-1 might have been prestored intracellularly and requires the synthesis of other proteins in order to be released[@b16]. Nevertheless, there is also conclusive evidence in favor of the proteolytic mechanism of sTREM-1 generation. Gómez-Piña *et al.* detected no alternative splicing forms of TREM-1 in monocytes/macrophages. Moreover, metalloproteinase inhibitors increase the stability of TREM-1 surface expression, while significantly reducing sTREM-1 release in cultures of LPS-challenged human monocytes and neutrophils, indicating that metalloproteinases are responsible for shedding of the TREM-1 ectodomain through proteolytic cleavage[@b15].

In summary, while the mechanisms of sTREM-1 generation are not completely clarified, there is convincing clinical data indicating a role for the presence of sTREM-1 as a relevant marker of inflammation in various diseases. However, whether the detection of sTREM-1 in body fluids provides reliable information of severity, particularly during infectious conditions (e.g. pneumonia and sepsis) is currently a matter of debate. At present, there are some additional restrictions to the use of sTREM-1 as an inflammatory marker due to difficulties in the comparability of various studies that find different levels of sTREM-1 concentrations, e.g. ranging in peripheral artery disease with CLI between 40 and 4,000 ng/mL[@b4][@b10][@b17]. Methodological aspects of sTREM-1 detection play a relevant role in this context, and general exogenous and endogenous interferences are possible factors that might contribute to an adequate detection of sTREM-1[@b18] as well as sTREM-1 specific limitations like instability after repeated freeze/thaw cycles that degrade sTREM-1 may contribute to incorrect measurement[@b17]. In fact, discrepacies in sTREM-1 levels have been observed so far in previous clinical studies and may be related to differing study populations and analytical techniques. Several factors contributing to sTREM-1 assay variability have been described in the literature, including the substrate used in the final end-point reaction as with any Western blot or immunoblot systems, the antigen (standard) used as calibrator, and the nature and avidity of the primary antibody[@b19]. In early days of sTREM-1 research individual home-made immunoblot techniques and enzyme immunoassays have been employed[@b11][@b20][@b21]. As a feasible, timesaving and comparatively cheap method ELISA technique has been increasingly used for the detection of sTREM-1, especially during the last years after commercial ELISA kits have become available. Since then the ELISA technique has evolved as the preferred method of detection by many investigators in the TREM-1 field in a broad range of disease[@b15][@b22][@b23][@b24].

In this study we examined serum interferences in three different sTREM-1 ELISAs and compared their ELISA specific characteristics like accuracy, precision and limit of detection (LOD). We determined factors affecting the measurement of sTREM-1 by ELISA that may therefore elucidate the variations of sTREM-1 levels in the published literature.

Results
=======

Comparison of three sTREM-1-specific ELISAs
-------------------------------------------

To identify individual characteristics of different sTREM-1 ELISAs we tested and directly compared the following assays: one previously established self-made ELISA marked Radsak[@b13], a commercially available kit from R&D Systems - performed twice with different buffers (pcb = protein-containing buffer, and buffer without protein) and one ELISA kit by Hycult Biotech. Reference concentration and standard dilution series are important factors that can explain general discrepancies in the comparability of studies from different investigators as well as for defining general threshold values of diagnostic tools. Therefore we generated reference curves of each of the employed ELISAs. 2,000 pg/mL rh-sTREM-1 was employed and twofold serially diluted for curve creation. Primary ELISA data (optical density (OD) values) were processed via GraphPad Prism version 5 and Microsoft Excel 2008 calculation by four-parameter logistic fitting of the reference curve *y* = *(A* − *D)*/*\[1* + *(x*/*C)*^*B*^\] + *D* where *A* = OD~min~ (minimal optical density), *B* = slope, *C* = EC50 (half maximal effective concentration) and *D* = OD~max~ (maximal optical density)[@b25].

[Figure 1](#f1){ref-type="fig"} shows that all dilution series of the ELISA specific rh-sTREM-1 reveal a typical sigmoid curve course in the semi-log plot. The four-parametric nonlinear regression resulted in good correlation (R^2^ = 1) and comparable high slopes (Radsak 0.9602, R&D 1.011, R&D + pcb 1.060, Hycult Biotech 1.134) for all ELISAs.

Accuracy and precision of investigated sTREM-1 ELISAs were determined by standard addition comprising serial dilutions of the reference standard (recombinant human (rh) sTREM-1) in dilution buffer. The precision of an ELISA is generally defined by its degree of variability whereupon the total variability can be estimated from the same experiment (intra-assay variability) in combination with replicate values of several independent experiments following identical procedure (inter-assay variability). Therefore each ELISA was performed multiple times and sTREM-1 concentrations were calculated of measured OD by the above described formula. As shown in [Table 1](#t1){ref-type="table"}, the different sTREM-1 ELISAs showed overall high precision, not exceeding a coefficient of variation (CV) of 20% (Radsak 15%, R&D 13.6%, R&D + pcb 20%, Hycult Biotech 9%) calculated for total of the serially diluted concentrations. The recovery was evaluated by addition of human serum of healthy donors 1:4 diluted and once more addition and serially dilution of rh-sTREM-1. The overall recovery was expected 100% if the addition of serum had no influence on sTREM-1 detection, indicating accurate results in terms of absolute quantity and exclusion of matrix effects. As shown in [Table 1](#t1){ref-type="table"} calculation of recovery revealed large differences between the investigated ELISAs, ranging from 40 to 84% (Radsak 58.5%, R&D 49.3%, R&D + pcb 40.6%, Hycult Biotech 84.1%). The LOD was determined based on blank measurements and the formula LOD =  mean +3x standard deviation (SD) resulting in 4-195 pg/mL depending on the ELISA and engaged buffers (Radsak 4.0 pg/mL, R&D 23.2 pg/mL, R&D + pcb 194.6 pg/mL, Hycult Biotech 143.4 pg/mL) ([Table 1](#t1){ref-type="table"}).

To directly compare currently available ELISAs we tested individual rh-sTREM-1 in each of the different assays. rh-sTREM-1 serially dilution was again performed as described above. Investigating the recovery of different rh-sTREM-1 in each ELISA discrepancies in concentrations were detected with overall highest amount in our self-made ELISA, followed by R&D and Hycult Biotech ([Fig. 2](#f2){ref-type="fig"}). Notably the performance of the R&D ELISA was again dependent on the used buffers with higher concentrations detected in protein-containing conditions. Furthermore large differences in concentrations of investigated rh-sTREM-1 were detected in the Hycult Biotech ELISA compared to the other rh-sTREM-1. As shown in [Fig. 2](#f2){ref-type="fig"}., Radsak rh-sTREM-1 2,000 pg/mL concentration was not ascertainable by four-parameter logistic fitting because of values ranging above the OD~max~ of the reference curve of the Hycult Biotech ELISA, therefore these values were excluded from graph calculation.

In conclusion, all investigated sTREM-1 ELISAs showed individual characteristics in their performance. Summing up, Radsak ELISA is able to detect the lowest levels of sTREM-1 when using our own rh-sTREM-1 as reference standard, whereas Hycult Biotech ELISA showed best performance in serum containing conditions. Performance of R&D ELISA was extremely dependent on inserted buffers with generally better results without protein containing buffer.

Human serum contains a heat-sensitive confounding factor for the detection of rh-sTREM-1
----------------------------------------------------------------------------------------

Evaluating accuracy of indicated ELISAs serum interferences are assumed regarding recovery rates between 40 and 84%. To further investigate these interferences in defined sTREM-1 concentrations, we examined the effect of human serum from healthy donors and furthermore the effect of heat-inactivation[@b26][@b27][@b28] on detection of rh-sTREM-1 and dilution series in the different ELISAs. NHI and HI serum samples were employed at 1:4 dilutions and 2,000 pg/mL rh-sTREM-1, further 1:2 diluted in appropriate buffers. [Figure 3A](#f3){ref-type="fig"} confirms the accuracy results of the Radsak ELISA, where only about half of the applied sTREM-1 standard amount can be detected after the addition of NHI serum. Aside in samples containing HI serum sTREM-1 standard was at a significantly higher amount detectable, indicating a positive effect of heat-inactivation of serum on sTREM-1 detection in a concentration dependent manner (2,000 pg/mL p = 0.005, 1,000 pg/mL p = 0.005, 500 pg/mL p = 0.005, 250 pg/mL p = 0.010, 125 pg/mL p = 0.094, 62.5 pg/mL p = 0.094, 31.25 pg/mL p = 0.115). Similar results were obtained when NHI and HI sera were engaged in R&D ELISA with pcb (2,000 pg/mL p = 0.005, 1,000 pg/mL p = 0.005, 500 pg/mL p = 0.005, 250 pg/mL p = 0.026, 125 pg/mL excluded, 62.5 pg/mL excluded, 31.25 pg/mL excluded) ([Fig. 3B](#f3){ref-type="fig"}), with slight improvement of the performance when surrendering pcb (2,000 pg/mL p = 0.005, 1,000 pg/mL p = 0.005, 500 pg/mL p = 0.005, 250 pg/mL p = 0.005, 125 pg/mL excluded, 62.5 pg/mL excluded, 31.25 pg/mL excluded) ([Fig. 3C](#f3){ref-type="fig"}). In contrast, performance of Hycult Biotech ELISA was completely independent of these heat-sensitive confounding factors (2,000 pg/mL p = 0.156, 1,000 pg/mL p = 0.063, 500 pg/mL p = 0.094, 250 pg/mL p = 0.156, 125 pg/mL excluded, 62.5 pg/mL excluded, 31.25 pg/mL excluded) ([Fig. 3D](#f3){ref-type="fig"}). OD values ranging below the calculated OD~min~ had to be excluded of further calculations. Apart from that, the detectable differences between HI and NHI sera were only significant for several dilutions with correspondent high rh-sTREM-1 standard concentrations in the Radsak ELISA ([Fig. 3A](#f3){ref-type="fig"}).

Complement Interferes in sTREM-1 ELISA
--------------------------------------

Complement components present in serum are known to react with several immunoglobulins[@b29] and interference with detection in immunoassay can partly be eliminated by serum heat-inactivation[@b26]. Therefore rh-sTREM-1 concentration was measured in 1:4 diluted NHI and HI serum, as well as after the addition of guinea pig complement and re-heat-inactivation[@b26] employing Radsak sTREM-1 ELISA. These experiments were again performed in 1:2 serially dilution of rh-sTREM-1. As shown above rh-sTREM-1 in NHI serum resulted in significantly increased recovery (p = 0.005) compared to HI serum ([Fig. 4](#f4){ref-type="fig"}). Furthermore 4 U exogenous guinea pig complement was added to the 1:4 dilution of HI serum. Addition of complement resulted in significantly decreased rh-sTREM-1 concentration (p = 0.005) demonstrating that the positive effect of heat-inactivation on rh-sTREM-1 detection compared to NHI serum can be effaced through the addition of complement. To further test if re-heat-inactivation of HI serum with complement will restore measured rh-sTREM-1 amount we re-heat-inactivated HI serum with complement. Interestingly, rh-sTREM-1 after heat-inactivation of HI serum with complement was again significantly increased as compared to non heat-inactivated HI serum with complement (p = 0.005) ([Fig. 4](#f4){ref-type="fig"}).

Discussion
==========

sTREM-1 is currently debated as a diagnostic biomarker as well as to prognosticate the outcome of a septic patient by determination of its concentration[@b30]. Early publications used immunoblot techniques for the detection of sTREM-1[@b11][@b31] but since 2005 most published studies use commercially available or self-made sandwich ELISAs[@b13][@b32][@b33]. Objective analysis of the published literature is difficult because of a huge heterogeneity among studies. Most importantly, the techniques used to measure the sTREM-1 concentrations are not always comparable with large variations both during the preanalytical and the analytical period. Some commercial kits have been withdrawn from the market during the last years due to unreliable results[@b17][@b30] and huge differences in the detected concentration under similar pathological conditions have been described[@b4]. Therefore the aim of this study was to evaluate currently available sTREM-1 ELISAs and explore confounding factors. Investigated ELISAs include one in-house developed sTREM-1 ELISA referred to as Radsak[@b13], one from R&D Systems, tested with and without protein containing buffers, and one from Hycult Biotech. Overall the investigated sTREM-1 ELISAs revealed individual characteristics in precision, accuracy and LOD. Employing different buffer compositions in R&D ELISA, performance was extremely dependent on protein content with generally better results without protein containing buffer ([Table 1](#t1){ref-type="table"}). Especially when testing different rh-sTREM-1 concentrations in above-named ELISAs, the recovery rates of different rh-sTREM-1 varied and performance of the R&D ELISA was again dependent on the used (protein-containing) buffers. This effect may be due to the influence of the matrix on rh-sTREM-1 detection due to adsorption without a carrier protein to the tubes used for serial dilution[@b34] and also changes in the chemical structure in terms of redox forms of the standard can influence the performance in the ELISA[@b35]. Generally, rh-sTREM-1 concentrations differed in the investigated ELISAs revealing poor variability between the different kits. This may be due to the lack of standardization in determining protein content but further parameters like engaged buffers seem to be involved since measured concentrations of the same rh-sTREM-1 are disproportional between different assays ([Fig. 2](#f2){ref-type="fig"}). Furthermore, Hycult Biotech ELISA showed good performance in serum containing conditions (recovery of 84%) and also the best linear dilution indicative of less matrix effects. In contrast, the other tested ELISAs showed lower recovery rates (about 50%) that indicate interference of serum compounds in these assays. Serum heat-inactivation has been shown to be beneficial in improving target detection when optimizing immunoassay conditions[@b26][@b27][@b28]. Therefore rh-sTREM-1 detection was evaluated in the presence of NHI and HI serum and a heat sensitive confounding factor in human serum with different susceptibility of the investigated ELISAs was revealed. rh-sTREM-1 detection was obviously improved after HI of serum. Notably the detectable differences between HI and NHI sera were only significant for several dilutions with high rh-sTREM-1 concentrations in the Radsak ELISA ([Fig. 3](#f3){ref-type="fig"}). Therefore improved detection of sTREM-1 through dilution of serum could be assumed, nevertheless increased serum dilution can also lead to decreased sensitivity[@b18]. Focusing on the recovery rates and effects of heat-inactivation, we observed analogue results between Radsak and R&D ELISA. One similarity between those two assays is the polyclonal detection antibody. Because the exact contents of the Hycult Biotech kit are not provided by the manufacturer, we cannot exclude a distinction at this point. The same applies for all further contents of this specific assay so that we have to assume different ingredients of the reagents.

Complement components present in serum are known to react with several immunoglobulins and therefore act as interfering factors[@b29] whereat heat-inactivation revealed to be an effective procedure to eliminate complement[@b26]. Hence complement as a heat-sensitive confounding factor in specific sTREM-1 ELISA was confirmed by the addition of complement and re-heat-inactivation ([Fig. 4](#f4){ref-type="fig"}). As far as we know special sources of error were not yet defined for sTREM-1 ELISA but well-known general exogenous and endogenous interferences are possible factors. Particularly endogenous factors are difficult to detect and eliminate, since they vary from patient to patient and also from time to time in one patient. Amongst others these endogenous factors include hyperlipidemia and nonesterified fatty acids, crossreacting heterophilic anti-immunoglobulin antibodies and complement[@b18]. In addition, differences in sample logistics are well-known to have an impact on the outcome of assays, especially for biomarkers that are frequently influenced by complement. Standardization of sample collection is therefore advisable. Furthermore, sTREM-1 specific limitations like instability after repeated freeze/thaw cycles may impair correct measurement[@b17].

We conclude that exogenous and endogenous interferences in sTREM-1 ELISA make it still difficult to compare data of several investigators in particular if different ELISAs were used. Therefore sTREM-1 ELISA has to be further improved until capable for clinical application and comparable studies. Heat-inactivation may be an effective mechanism for reducing complement as a confounding factor. Of the tested assays, the Hycult Biotech ELISA is less hampered by the complexity of the sample types. Nevertheless studies on established patient samples need to be performed to confirm our results.

Materials and Methods
=====================

Study subjects, peripheral blood collection, and processing
-----------------------------------------------------------

All human studies were performed in accordance with the Declaration of Helsinki and were approved by the Landesaerztekammer Rhineland-Palatine Ethics Committee according to the institutional guidelines. Written informed consent was obtained from healthy donors before sample collection and peripheral blood was collected by venipuncture into serum vacutainers (Sarstedt AG & Co., Nümbrecht, Germany). Samples were kept at room temperature (RT) for about 15 min and afterwards centrifuged at 2,000 rpm for 10 min. For heat-inactivation samples were incubated at 56 °C for 30 min.

Measurement of sTREM-1 concentration by ELISA
---------------------------------------------

### sTREM-1 ELISA by Radsak

This self-made sTREM-1 ELISA has been established and described previously[@b13]. For the detection of sTREM-1, 50 μL of anti-TREM-1 (clone 6B1.1G12 mAb) was coated at 10 μg/mL in coating buffer (Na~2~HPO~4~ × 2H~2~O 0.1 M pH = 9.3) at 4 °C over night and 37 °C for one hour respectively. Then plates were blocked with 200 μL blocking buffer (PBS 1%, BSA 1%) for 1.5 hours at RT. Afterwards the standard (recombinant human TREM-1 in 7.5% BSA-PBS) and the samples were added and the plates were incubated for 1.5 hours at RT. For analysis of sera samples, sera were diluted as indicated prior to addition to the plates (100 μL/well). After incubation for 1.5 hours plates were washed and the biotinylated detection polyclonal Ab anti-TREM-1 (R&D Systems Europe, Abingdon, UK) at 5 μg/mL was added for 1 hour at RT. Plates were then washed and streptavidine-HRP (R&D Systems, Europe, Abingdon, UK) was added for 20 min at RT. Plates were washed again, they were developed using the Tetramethylbenzidine Peroxidase Substrate System (KPL, Gaithersburg, Md, USA) and reaction was stopped by addition of H~2~SO~4~. All dilutions were carried out in blocking buffer. The absorbance was measured at 450 nm.

### Human TREM-1 DuoSet by R&D

Human TREM-1 DuoSet (R&D Systems Europe, Abingdon, UK) was performed according to manufacturer's instruction. When indicated buffer solutions where replaced by buffers (coating and blocking buffer = pcb = protein containing buffer) described above at Radsak ELISA.

### Human sTREM-1 ELISA kit by Hycult Biotech

Human sTREM-1 ELISA (HK348) was performed according to manufacturer's instruction using pre-coated plates (Hycult Biotech, Uden, Netherlands).

Complement Addition to HI Serum
-------------------------------

Complement addition to heat-inactivated (HI) serum was performed as described by Namekar *et al.*[@b26]. HI serum was diluted 1:4 in blocking buffer and 4 U of reconstituted guinea pig complement (C') (Sigma-Aldrich GmbH, Germany) were added to 240 μL of diluted serum. In separate samples, HI serum after addition of C' was again heat-inactivated at 56 °C for 30 min to inactivate the complement. NHI, HI, HI serum with C' and re-heat-inactivated HI serum with C' were tested by Radsak sTREM-1 ELISA.

Statistical Analysis
--------------------

Calculations for mean values, SD and reference curve parameters were performed with GraphPad Prism5 software (San Diego, CA, USA) and Microsoft Excel 2008 (Redmond, WA, USA). Statistical significance was calculated by two-tailed Wilcoxon matched-pairs tests followed by Bonferroni correction for multiple testing. Statistical significance was assumed for p \< 0.05. If values ranged beyond the designed reference curve they had to be excluded of graphs and further calculations.
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![Comparison of sTREM-1 specific ELISAs.\
Comparison of curve progression of rh-sTREM-1 standard in sTREM-1 Radsak (**A**), R&D (**B**), R&D + pcb (**C**) and Hycult Biotech (**D**) ELISA. 2,000 pg/mL of appropriate rh-sTREM-1 was employed and further twofold serially diluted for each ELISA. The OD was measured and depicted as the mean value of duplicates. One representative experiment out of three repeats is shown. The curves follow a four-parametric nonlinear curve fitting.](srep15381-f1){#f1}

![Different ELISAs and rh-sTREM-1 concentrations were directly compared.\
Radsak (**A**), R&D (**B**), R&D + pcb (**C**) and Hycult Biotech (**D**) sTREM-1 ELISA were investigated for recovery of 2,000 pg/mL rh-sTREM-1 and twofold dilution series. Data are expressed as mean and SD conducted in duplicates and three independent experiments. Values ranging beyond the respective reference curve were set to zero for graph creation and excluded of further calculations or marked OVER.](srep15381-f2){#f2}

![Effect of serum heat-inactivation on the detection of rh-sTREM-1 was assessed in different ELISAs.\
NHI and HI sera were diluted 1:4 and 2,000 pg/mL rh-sTREM-1 was added. Twofold serially dilution was performed and rh-sTREM-1 concentration was measured by the indicated ELISA. Mean and SD for three independent experiments each conducted in duplicates are shown. Values ranging beyond the designed standard curve were set to zero for graph creation and excluded of further calculations. Data were statistical tested for significant differences of rh-sTREM-1 of indicated concentrations in NHI and HI serum by two-tailed Wilcoxon matched-pairs test, followed by Bonferroni correction for multiple testing. \*p \< 0.05, \*\*p \< 0.01.](srep15381-f3){#f3}

![Complement interferes in sTREM-1 ELISA.\
NHI and HI sera were 1:4 diluted and 4 U of reconstituted guinea pig complement (C') was added to 240 μL-diluted sera. HI serum after addition of C' was again heat-inactivated at 56 °C for 30 min to inactivate the complement. 2,000 pg/mL rh-sTREM-1 was added to each preparation and twofold serially dilution was performed. Shown are the results of extrapolated rh-sTREM-1 at 1,000 pg/mL tested by Radsak sTREM-1 ELISA. Mean and SD for three independent experiments each conducted in duplicates are shown. Statistical significance for indicated samples was calculated by two-tailed Wilcoxon matched-pairs test followed by Bonferroni correction for multiple testing. \*\*p \< 0.01.](srep15381-f4){#f4}

###### Precision, accuracy and LOD was determined for different ELISAs.

                    Total variability (%)   Accuracy (%)   Limit of detection (pg/mL)
  ---------------- ----------------------- -------------- ----------------------------
  Radsak                    15.0                58.5                  4.0
  R&D                       13.6                49.3                  23.2
  R&D + pcb                 20.0                40.6                 194.6
  Hycult Biotech             9.0                84.1                 143.4

2,000 pg/mL rh-sTREM-1 was employed and further twofold serially diluted in four ELISAs (Radsak, R&D, R&D + pcb and Hycult Biotech). Precision of rh-sTREM-1 determination was carried out by total variability. For accuracy 1:4 diluted human serum was added to initial rh-sTREM-1 concentration. The OD was measured and the CV calculated for total concentrations. LOD was determined based on blank measurements and the formula LOD = 3 × SD + mean. Each ELISA was performed in duplicates and repeated three times, indicated values represent the mean. Values ranging beyond the designed standard curve were excluded of further calculations.
